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Three types of immunochromatographic assays (ICAs) were designed to detect anti-feline coronavirus 
(FCoV) antibodies. Recombinant FCoV nucleocapsid protein (rNP) was used as a conjugate or test line in 
all 3 ICA kits (qlgG/rNP, c)NP/rNP, and c)NP/7PA). All three ICA kits were capable of detecting anti-FCoV 
antibodies; however, non-specific positive reactions of anti-FCoV antibody-negative plasma samples 
with the test line were observed in 2 ICA kits (c]IgG/tNP and ¢j)NP/rNP), in which rNP was used as the test 


line. On the other hand, the specific detection of anti-FCoV antibodies was possible in all plasma, serum, 
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whole blood, and ascitic fluid samples using the ICA kit with protein A blotted as the test line (¢jNP/TPA). 
In addition, the specificity and sensitivity of ICA (c;NP/tPA) were equivalent to those of the reference 
ELISA. The development of simple antibody test methods using the principle of ICA (qjNP/rPA) for other 
coronavirus and feline viral infections is expected in the future. 


© 2013 Elsevier B.V. All rights reserved. 


1. Introduction 


Feline infectious peritonitis virus (FIPV), a feline coronavirus 
(FCoV) of the family Coronaviridae, causes a fatal disease called 
FIP in wild and domestic cat species. FCoV is mainly composed of 
nucleocapsid (N) proteins, membrane proteins (M), and peplomer 
spike (S) proteins, and has been classified into serotypes I and II 
according to the amino acid sequence of its S protein (Hohdatsu 
et al., 1991a; Motokawa et al., 1995). Both serotypes consist of two 
biotypes: FIPV and feline enteric coronavirus (FECV). FECV infection 
is asymptomatic in cats, whereas FIPV infection has been shown to 
cause FIP (Pedersen, 2009). FIPV has been proposed to arise from 
FECV due to a mutation (Brown, 2011; Chang et al., 2010, 2012); 
however, the exact mutation and inducing factors have not yet 
been clarified. Therefore, no reliable method has been established 
to distinguish FIPV and FECV. 

The antemortem diagnosis of FIP is extremely difficult (Addie 
et al., 2009). Although exudate can be used to diagnose FIP in 
cats, accompanied by ascites and pleural effusion, not all cats 
with FIP retain exudate. Therefore, a biopsy is necessary for the 
antemortem diagnosis of FIP without exudate retention. Tru-cut 
and fine needle biopsies are minimally invasive, highly specific 
diagnostic methods; however, their sensitivity is low (Giordano 
et al., 2005). FIP has typically been diagnosed comprehensively 
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based on the clinical condition, hematological profile, and results 
of FCoV genomic RNA and FCoV-antibody measurements in cats 
suspected of FIP (Addie et al., 2009). An indirect immunofluores- 
cence assay (IFA), enzyme-linked immunosorbent assay (ELISA), 
and immunochromatographic assay (ICA) are currently used to 
measure FCoV-antibodies. IFA and ELISA are highly sensitive and 
specific, but are also cumbersome, expensive, and time-consuming. 
ICA is a simple antibody detection method, the results of which can 
be rapidly obtained at a low cost. However, the sensitivity of com- 
mercially available ICA test kits to detect the FCoV antibody was 
shown to be low (Meli et al., 2013). 

The human coronavirus (HCoV) N protein is attracting atten- 
tion as an important target of antibody test methods because of its 
high antibody reactivity (Severance et al., 2008). Several antibody- 
binding liner epitopes were shown to be present in the FCoV N 
protein, and were common to type 1 and II FCoV (Satoh et al., 2011). 
Based on these findings, it is assumed that FCoV antibodies can be 
detected with high sensitivity using the FCoV N protein regardless 
of serotypes. 

Three types of ICA test kits were prepared using the recombinant 
N protein of FCoV, and differences in their sensitivity and specificity 
for FCoV antibodies were investigated. 


2. Materials and methods 
2.1. Recombinant N protein (rNP) 


A cDNA segment representing the N protein of the type I 
FIPV KU-2 strain was ligated into pGEX4T-1 (GE Healthcare, NJ, 
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Fig. 1. 3 schematic diagrams of the 3 types of immunochromatographic tests. 


USA), and transfected into Escherichia coli strain BL-21. Expres- 
sion of the glutathione-S-transferase (GST) fusion protein was 
examined using the GST gene fusion system following the manufac- 
turer’s instructions. rNP was purified by affinity chromatography 
on glutathione-Sepharose 4B (GE Healthcare, NJ, USA). 


2.2. Monoclonal antibodies (MAbs) 


MAbs E22-2 (IgG1) and F19-1 (IgG1) were used as hybridoma 
cell culture supernatants. These hybridoma cells were previously 
established (Hohdatsu et al., 1991b). MAb E22-2 was shown to react 
with the N protein of FCoV, while MAb F19-1 reacts with the M 
protein of FCoV (Hohdatsu et al., 1991b). 


2.3. Western blotting 


rNP was separated employing 12% SDS-PAGE and transferred to 
a nitrocellulose membrane. A standard protein marker (Precision 
Plus Protein Standards) was purchased from Bio-Rad (Hercules, 
CA, USA). The membrane was blocked with 5% non-fat dry milk 
powder in TBST (20mM Tris-HCl, 150mM sodium chloride, and 
0.05%Tween-20, pH 8.0) for 1h at 37°C, incubated for 1h at 37°C 
with MAb F19-1 or E22-2, and then incubated with peroxidase- 
conjugated goat anti-mouse IgG (MP Biomedicals, LLC-Cappel 
products, CA, USA) for 1h at 37°C. It was then visualized in the 
substrate for 10 min. 


2.4. Sample specimens 


Plasma, serum, and whole blood samples were collected from 
control uninfected specific pathogen-free (SPF) cats inoculated 
orally with FIPV. Twenty-three cats were inoculated with the type 
I FIPV KU-2 strain. Twenty-four cats were inoculated with the type 
II FIPV 79-1146 strain. Samples from 37 control uninfected SPF cats 
were used as negative controls. 


2.5. Preparation of the ICA test strip 
The ICA test strip consisted of three main components: a sample 


pad (C083 Cellulose Fiber Sample Pad Strips, Millipore Corporation, 
MA, USA), nitrocellulose membrane (Hi-Flow Plus 240 Membrane 


Cards, Millipore Corporation, MA, USA), and absorbent pad (the 
Same one as the sample pad). Three types of ICA test strips were 
prepared in this study (Fig. 1). Preparation methods for the ICA 
strips were as follows: 

ICA (conjugate: IgG/test line: NP) [ICA (qIlgG/rNP)]: purified rNP 
was dispensed on the test line of the nitrocellulose membrane using 
a brush. Rabbit anti-goat IgG (Bethyl Laboratories, Inc., TX, USA) was 
dispensed on the control line of the nitrocellulose membrane using 
a brush. 

ICA (conjugate: NP/test line: NP) [ICA (c;NP/7NP)]: Purified rNP 
was dispensed on the test line of the nitrocellulose membrane using 
a brush. Affinity-purified cat anti-FCoV IgG (prepared by the labo- 
ratory of the present study) was dispensed on the control line of 
the nitrocellulose membrane using a brush. 

ICA (conjugate: NP/test line: PA) [ICA (cjNP/;PA)]: Protein A 
(Sigma-Aldrich, MO, USA) was dispensed on the test line of the 
nitrocellulose membrane using a brush. Affinity-purified cat anti- 
FCoV IgG was dispensed on the control line of the nitrocellulose 
membrane using a brush. 


2.6. Preparation of colloidal gold-labeled goat anti-cat-IgG 


Goat anti-cat-IgG (MP Biomedicals, Tokyo, Japan) was diluted 
with 20mM Borax (20mM sodium tetraborate containing 1% 
bovine serum albumin (BSA) and 0.1% sodium azide) to 0.5 mg/ml, 
and 40 wl of this dilution was added to 1 ml of colloidal gold solu- 
tion (40nm; BBI Solutions, Cardiff, UK). After stirring well, the 
mixture was left standing for 30min at room temperature, fol- 
lowed by the addition of 100 wl of 20mM Borax containing 10% 
BSA, following which the mixture was once again left standing for 
30 min at room temperature. After centrifugation at 22,000 x g for 
10 min, the precipitate was suspended in 0.5 ml of preserving solu- 
tion (1% (w/v) BSA, 0.1% (w/v) sodium azide, and 150 mM sodium 
chloride in 20 mM Tris-HCl buffer, pH 8.0). This suspension (col- 
loidal gold-labeled goat anti-cat-IgG) was used as a conjugate in 
ICA (qlgG/TNP). 


2.7. Preparation of colloidal gold-labeled rNP 


rNP (0.5 mg/ml) was diluted with PBS to 0.5 mg/ml, and 30 pl 
of this dilution was added to 1 ml of colloidal gold solution. After 
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stirring well, this mixture was left standing for 30min at room 
temperature, followed by the addition of 100 wl of 20mM Borax 
containing 10% BSA, following which the mixture was once again 
left standing for 30min at room temperature. After centrifuga- 
tion at 22,000 x g for 10 min, the precipitate was suspended with 
0.75 ml of 20mM Borax. This suspension (colloidal gold-labeled 
rNP) was used as a conjugate in ICA (cjNP/rNP) and ICA (cjNP/TPA). 


2.8. Procedure for ICA 


Plasma was diluted 80 times with eluent solution (PBS contain- 
ing 3% Tween-20), 40 wl of this dilution was mixed with 20 pl of 
the colloidal gold-labeled agent, and it was then absorbed in the 
sample pad of the ICA strip. The appearance of the test line or/and 
control line was confirmed after 10 min. 


2.9. Reference ELISA 


The reference ELISA for anti-FCoV antibodies was performed 
as described by Takano et al. (2008). Briefly, detergent-disrupted, 
purified type II FIPV 79-1146 virions were diluted appropriately 
with carbonate buffer (0.05M, pH 9.6). A total of 100 wl of the 
dilution was pipetted into each well of a 96-well flat-bottomed 
plate. The plates were allowed to stand overnight at 4 OC, washed 
with PBS containing 0.02% Tween-20, and 100 wl of the test serum 
Sample was then added to each well. Horseradish peroxidase- 
conjugated goat anti-cat IgG (ICN Pharmaceuticals, Inc., USA) was 
diluted to the optimal concentration with PBS containing 10% FCS 
and 0.05% Tween-20, and 100 wl of the dilution was added to each 
well of the plates. After incubation at 37 OC for 30 min, 100 wl of 
the substrate solution was added to each well and plates were incu- 
bated at 25 CC for 20 min ina dark room. The substrate solution was 
prepared by dissolving o-phenylenediamine dihydrochloride at a 
concentration of 0.4 mg/ml in 0.1 M citric acid and 0.2 M NagHPO,4 
buffer (pH 4.8), and 0.2 wl/ml of 30% H202 was then added. The 
reaction was stopped with 3 N H2SO, solution and the optical den- 
sity (O.D.) at 492 nm was determined. The positive limit value of 
reference ELISA was ELISA O.D.=0.10. 


3. Results 
3.1. Analysis of rNP using western blotting 
The specificity of rNP was investigated by western immunoblot- 


ting using MAbs. As shown in Fig. 2, rNP did not react with F19-1, 
and only reacted with E22-2, which recognized the FCoV N protein. 


3.2. Determination of the optimum concentrations of samples 


Plasma was diluted 8, 80, and 800 times with PBS, and these 
samples were mixed with colloidal gold-labeled goat anti-feline 
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Fig. 2. Setting the dilution rate of plasma for addition to the 3 types of immunochro- 
matographic tests. 


IgG. These mixtures were then applied to nitrocellulose membranes 
with rNP blotted as the test line (Fig. 3: qIlgG/;NP). Line formation 
was confirmed with the 800 times dilution of plasma from con- 
trol uninfected SPF cats, whereas that with the 8 times dilution of 
plasma from FCoV-infected cats was unclear. Similar findings were 
noted in samples mixed with colloidal gold-labeled rNP (Fig. 3: 
cjNP/tNP). Plasma was diluted 8, 80, and 800 times with PBS, and 
these samples were mixed with colloidal gold-labeled rNP. These 
mixtures were then applied to nitrocellulose membranes with Pro- 
tein A (0.1 mg/ml) blotted as the test line (Fig. 3: ¢jNP/7PA). When 
the plasma of control uninfected SPF cats was applied to the sample 
pads, no line formed at any concentration. In contrast, the forma- 
tion of lines with the 8 and 800 times dilutions of plasma from 
FCoV-infected cats was unclear. Based on these findings, the dilu- 
tion rate of plasma for mixing with colloidal gold-labeled agents 
was Set at 80 times. 


3.3. Determination of the optimum concentrations of capturing 
reagents for application as the control line 


Rabbit anti-goat IgG was diluted to 0.02, 0.1, 0.5, and 1.0 mg/ml 
with PBS, and these IgG dilutions were applied to nitrocellulose 
membranes (Fig. 4A, cjlgG/7NP). The presence or absence of line 
formation was judged 10min after applying only colloidal gold- 
labeled goat anti-feline IgG to the sample pads. Since clear line 
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Fig. 3. Establishment of the control and test line concentrations in the 3 immunochromatographic tests. (A) Establishing the antibody concentration for the control line. (B) 


Establishing the protein concentration for the test line. 
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Fig. 4. Analysis of the expressed recombinant GST-tagged FIPV KU-2 nucleocapsid protein using western immunoblotting. F19-1, anti-FCoV M MAb (IgG1); E22-2, anti-FCoV 


N MAb (IgG1). 


formation was observed at 0.5 mg/ml, the rabbit anti-goat IgG con- 
centration for application as the test line of ICA (cjIgG/;NP) was set 
at 0.5 mg/ml. 

Affinity-purified cat anti-FCoV IgG was diluted to 0.1, 0.5, 
and 2.5mg/ml with PBS (Fig. 4A, cjNP/rNP, and cNP/TPA), and 
these IgG dilutions were applied to nitrocellulose membranes. 
The presence or absence of line formation was judged 10min 
after applying only colloidal gold-labeled rNP to the sample 
pads. Since clear line formation was observed at 0.5 mg/ml, 
the affinity-purified cat anti-FCoV IgG concentration for each of 
the test lines of ICA (cjNP/tNP) and ICA (cjNP/;PA) was set at 
0.5 mg/ml. 


3.4. Determination of the optimum concentrations of capturing 
reagents for application as the test line 


tINP was diluted to 0.04, 0.1, 0.2, 0.5, and 1.0mg/ml with 
PBS (Fig. 4B, qlgG/tNP and qNP/TNP). These IgG dilutions were 
applied to nitrocellulose membranes. When colloidal gold-labeled 
goat anti-feline IgG and the plasma of FCoV-infected cats (ELISA 
O.D.=0.82) were applied to the sample pads, clear line forma- 
tion was observed at 0.5mg/ml. When colloidal gold-labeled 
goat anti-feline IgG and the plasma of control uninfected SPF 
cats (ELISA O.D.=0.06) were applied to the sample pads, no 
line formed at any concentration. Therefore, the rNP concentra- 
tion for the test line of ICA (qlgG/rNP) was set at 0.5 mg/ml. 
Similarly, when colloidal gold-labeled rNP and the plasma of 
FCoV-infected cats were applied to the sample pads, clear line 
formation was observed at 0.2 mg/ml (Fig. 4B, c¢jNP/7NP). When 
colloidal gold-labeled rNP and the plasma of control uninfected 
SPF cats were applied, faint line formation was noted at 1.0 mg/ml, 
while no line formed at 0.2 mg/ml or lower. Therefore, the rNP 
concentration for the test line of ICA (cjNP/tNP) was set at 
0.2 mg/ml. 

Protein A was diluted to 0.02, 0.1, and 0.5mg/ml with PBS 
(Fig. 4B, QNP/TPA). These protein A dilutions were applied to nitro- 
cellulose membranes. When colloidal gold-labeled rNP and the 
plasma of FCoV-infected cats were applied to the sample pads, clear 
line formation was observed at 0.1 mg/ml. When colloidal gold- 
labeled goat anti-feline IgG and the plasma of control uninfected 
SPF cats were applied, no line formed at any concentration. There- 
fore, the protein A concentration for the test line of ICA (cjNP/1PA) 
was set at 0.1 mg/ml. 


3.5. Specificity of the 3 types of ICAs 


The specificity and sensitivity of the 3 types of ICAs were demon- 
strated using plasma samples from cats infected experimentally 
with FCoV and SPF cats. The specificities of the 3 types of ICAs are 
shown in Table 1. Positive reactions were observed in plasma sam- 
ples from type I FCoV infected cats (ELISA O.D.>0.80) in all ICA 
tests. Regarding plasma samples from type II FCoV infected cats 
(ELISA O.D. > 0.80), one of the 24 cats was negative inICA (cjNP/rNP), 
whereas all others were positive in all ICA tests. Regarding plasma 
samples from control uninfected SPF cats (ELISA O.D. < 0.06), 9 and 
11 of the 37 cats were positive in ICA (qIgG/tNP) and ICA (c)NP/rNP), 
respectively, whereas a positive reaction was not observed in any of 
the 37 cats in ICA (cjNP/7PA). These findings strongly suggested that 
ICA (cjNP/7PA) is the optimum ICA test to detect anti-FCoV antibod- 
ies. Accordingly, only ICA (cjNP/tPA) was used in the experiments 
below. 


3.6. Sensitivity of ICA (cjNP/rPA) 


The sensitivity of ICA (cjNP/TtPA) for anti-FCoV antibody detec- 
tion was compared to that of ELISA (Fig. 5). SPF cats were inoculated 
orally with type I (FIPV KU-2 strain) or type II (FIPV 79-1146 strain) 
FCoV, and plasma was collected weekly. Anti-FCoV antibodies were 
detected in these plasma samples using ICA (cjNP/7PA) and ELISA. 
ELISA O.D. values increased slightly in all plasma samples on day 
14 after the FCoV inoculation, and appeared to rise on day 21. A 
positive reaction was noted in ICA (cjNP/tPA) on day 14 after the 
FCoV inoculation, and all samples showed positive reactions on day 
21 and thereafter. The ELISA O.D. value of the plasma sample of Cat 
No. II-10 on day 14 was close to the positive limit value (0.10), but 
was Clearly positive in ICA (c¢jNP/TPA). 

The sensitivity of ICA (cjNP/rPA) was confirmed in detail. Based 
on the positive limit value (0.10) of ELISA O.D., plasma samples from 
cats infected experimentally with FCoV were divided into 2 groups, 


Table 1 
Comparison of anti-FCoV antibody detection sensitivities among the 3 types of 
immunochromatographic tests. 


Method Specificity (%) 
clgG/tNP ine | 
cjNP/TNP 70.3 
cjNP/7PA 100 
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Fig. 5. The detection of anti-FCoV antibodies using the immunochromatographic test (cj NP/7PA) and ELISA. Control uninfected SPF cats were inoculated with the type I FIPV 
KU-2 or type II FIPV 79-1146 strain, and plasma was collected weekly. Anti-FCoV antibodies in plasma samples were detected using ICA and ELISA. C: control line. T: test line. 


Table 2 
Sensitivity of the immunochromatographic test (c¢jNP/rPA) for detecting the anti- 
FCoV antibody relative to ELISA. 


ELISA (O.D.) ICA 
Positive Negative Positive % 
<0.10 a? 36° 8.6 
>0.10 76 0 100.0 


2 ELISA O.D. values in 3 cats were 0.098, 0.096, and 0.095, respectively. 
b ELISA O.D. values were lower than 0.08 in all 36 cats. 


and their reactivity in ICA (cjNP/rPA) was investigated. All plasma 
samples with an ELISA O.D. > 0.10 were positive (Table 2). Three of 
39 plasma samples with an ELISA O.D. < 0.10 were positive, and the 
ELISA O.D. values of these 3 samples were close to the positive limit 
value (0.10). 


3.7. Sensitivity of ICA (cjNP/7PA) for serum, whole blood, and 
pleural effusion 


The reactivity of ICA (cjNP/tPA) with serum and whole blood 
samples from cats infected experimentally with FCoV and control 
uninfected SPF cats was investigated. Its reactivity with all speci- 
mens was similar to that with plasma samples (Fig. 6). 

The reactivity of ICA (cjNP/rPA) with exudate samples judged as 
anti-FCoV antibody-positive (n=9) and -negative (n=6) on ELISA 
was investigated, and the results of ICA (cjNP/;PA) were the same 
as those of ELISA (Fig. 6). 


Plasma Serum 


(FCoV-antibody) Positive Negative 


Positive Negative 


4. Discussion 


FCoV infection is reported frequently in domestic and wild cats, 
and outbreaks often occur in multi-cat environments, such as cat- 
teries and animal shelters (Pedersen, 2009). When an outbreak of 
virulent FCoV (FIPV) infection occurs in these environments, most 
cats in the environment are likely to develop FIP (Wang et al., 
2013). An accurate and rapid test method is necessary to prevent 
an epidemic of FCoV infection. A low-cost FCoV test method is also 
needed to measure feline FCoV antibodies in animals maintained in 
multi-cat environments. The most appropriate diagnostic method 
meeting these conditions may be ICA. The detection of anti-FCoV 
antibodies using ICA requires no special device or reagent, and the 
results can be simply and rapidly obtained. Several ICA test kits to 
detect anti-FCoV antibodies are currently available commercially; 
however, their reactivity is lower than those of IFA and ELISA (Meli 
etal. 2013): 

Three types of ICAs were prepared in the present study with the 
aim of developing an ICA test kit with high specificity and sensitiv- 
ity. The optimum conditions of the ICA test kit were investigated 
using a simple trial kit comprised of a sample pad, nitrocellulose 
membrane, and absorbent pad. All the ICA test kits examined were 
capable of detecting anti-FCoV antibodies, while non-specific posi- 
tive reactions of anti-FCoV antibody-negative plasma samples with 
the test line were noted in 2 (qlgG/;NP and cjNP/rNP) of the 3 kits. 
rNP was used as the test line in these 2 kits, and a non-specific reac- 
tion with serum was also observed (data not shown). The cause of 
this non-specific reaction remains unclear. 
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Fig. 6. The reactivity of ICA (cjNP/rPA) with plasma, serum, whole blood, and ascitic fluid samples. Anti-FCoV antibody positive samples: n=9. Anti-FCoV antibody negative 


samples: n=6. 
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The N protein was used as a conjugate or test line in all 3 kits. 
In SARS coronavirus-infected humans, anti-N protein antibodies 
were shown to be present longer and were more abundant than 
antibodies against other structural proteins (Woo et al., 2004). The 
major antibody-binding domain was also shown to be present in 
the SARS-CoV N protein (He et al., 2004). Based on these findings, 
the N protein may be appropriate to detect anti-coronavirus anti- 
bodies. The trial ICA examined in this study can be applied to the 
detection of antibodies during infection not only with FCoV, but 
also with other coronaviruses. 

Both the sensitivity and sensitivity of ICA (cjNP/TPA) were high 
in the 3 kits examined. Several studies have reported the useful- 
ness of protein A as the test line in an ICA test kit, similar to that 
in ICA (cjNP/TPA), and the specificity and sensitivity were high in 
all reports (Cui et al., 2008; Jin et al., 2012; Li et al., 2012). Protein 
A specifically binds to the Fc fragments of mammalian IgG. The- 
oretically, ICA (cjNP/TPA) is also applicable to animals other than 
domestic cats, i.e., ICA (cyNP/rPA) developed in this study can be 
applied to the serological surveillance of FCoV in wild animals. 

Affinity-purified cat anti-FCoV IgG was used as the control 
line in ICA (cjNP/tPA). As large amounts of serum and plasma 
from FCoV-infected cats had been stored prior to initiating the 
present study, a sufficient amount of affinity-purified cat anti- 
FCoV IgG could be prepared for the experiments conducted. 
However, on the assumption of commercializing ICA (cjNP/7PA), 
it is practically difficult to secure large amounts of serum and 
plasma from FCoV-infected cats. Whether several FCoV N protein- 
recognizing monoclonal antibodies can be used for the control 
line is currently being investigated to overcome this prob- 
lem. 

Although the presence or absence of the anti-FCoV antibody 
can be assessed using the ICA developed in the present study, 
measuring antibody levels is not possible, i.e., ICA is a qualita- 
tive test. However, quantitative testing may be possible using 
serially diluted samples. Therefore, to investigate the application 
of ICA to quantitative testing, the ELISA O.D. values of seri- 
ally diluted samples should be compared with the reactivity of 
ICA. 

Three types of ICAs were prepared in this study to detect FCoV 
antibodies, their reactivities were investigated with FCoV antibod- 
ies, and both the specificity and sensitivity of ICA (cjNP/;PA) were 
shown to be high. Modifying the test line and adding a conjugate 
pad and plastic cassettes is required to prepare a commercial kit for 
ICA (cjNP/7PA). The development of simple antibody test methods 
using the principle of ICA (cjNP/TPA) is expected for other corona- 
virus and feline viral infections. 


Acknowledgements 


This work was in part supported by KAKENHI (Grants-in-Aid for 
Scientific Research (B), no. 25292183) from the Ministry of Edu- 
cation, Culture, Sports, Science and Technology, and the Research 
Fund of Patience Medical Corporation. 


References 


Addie, D., Belak, S., Boucraut-Baralon, C., Egberink, H., Frymus, T., Gruffydd-Jones, 
T., Hartmann, K., Hosie, M.J., Lloret, A., Lutz, H., Marsilio, F., Pennisi, M.G., 
Radford, A.D., Thiry, E., Truyen, U., Horzinek, M.C., 2009. Feline infectious peri- 
tonitis. ABCD guidelines on prevention and management. J. Feline Med. Surg. 11, 
594-604. 

Brown, M.A., 2011. Genetic determinants of pathogenesis by feline infectious peri- 
tonitis virus. Vet. Immunol. Immunopathol. 143, 265-268. 

Chang, H.W., Egberink, H.F., Halpin, R., Spiro, D.J., Rottier, P.J., 2012. Spike pro- 
tein fusion peptide and feline coronavirus virulence. Emerg. Infect. Dis. 18, 
1089-1095. 

Chang, H.W., de Groot, R.J., Egberink, H.F., Rottier, P.J., 2010. Feline infectious peri- 
tonitis: insights into feline coronavirus pathogenesis and epidemiology based 
on genetic analysis of the viral 3c gene. J. Gen. Virol. 91 (Pt2), 415-420. 

Cui, S., Zhou, S., Chen, C., Qi, T., Zhang, C., Oh, J., 2008. A simple and rapid 
immunochromatographic strip test for detecting antibody to porcine reproduc- 
tive and respiratory syndrome virus. J. Virol. Methods 152, 38-42. 

Giordano, A., Paltrinieri, S., Bertazzolo, W., Milesi, E., Parodi, M., 2005. Sensitivity of 
Tru-cut and fine needle aspiration biopsies of liver and kidney for diagnosis of 
feline infectious peritonitis. Vet. Clin. Pathol. 34, 368-374. 

He, Q., Chong, K.H., Chng, H.H., Leung, B., Ling, A.E., Wei, T., Chan, S.W., Ooi, E.E., 
Kwang, J., 2004. Development of a western blot assay for detection of antibodies 
against coronavirus causing severe acute respiratory syndrome. Clin. Diagn. Lab. 
Immunol. 11, 417-422. 

Hohdatsu, T., Okada, S., Koyama, H., 1991a. Characterization of monoclonal 
antibodies against feline infectious peritonitis virus type II and antigenic rela- 
tionship between feline, porcine, and canine coronaviruses. Arch. Virol. 117, 
85-95. 

Hohdatsu, T., Sasamoto, T., Okada, S., Koyama, H., 1991b. Antigenic analysis of feline 
coronaviruses with monoclonal antibodies (MAbs): preparation of MAbs which 
discriminate between FIPV strain 79-1146 and FECV strain 79-1683. Vet. Micro- 
biol. 28, 13-24. 

Jin, Q., Yang, J., Lu, Q., Guo, J., Deng, R., Wang, Y., Wang, S., Wang, S., Chen, W., Zhi, Y., 
Wang, L., Yang, S., Zhang, G., 2012. Development of an immunochromatographic 
strip for the detection of antibodies against Porcine circovirus-2. J. Vet. Diagn. 
Invest. 24, 1151-1157. 

Li, X., Wang, L., Shi, X., Zhao, D., Yang, J., Yang, S., Zhang, G., 2012. Development 
of an immunochromatographic strip for rapid detection of antibodies against 
classical swine fever virus. J. Virol. Methods 180, 32-37. 

Meli, M.L., Burr, P., Decaro, N., Graham, E., Jarrett, O., Lutz, H., McDonald, M., Addie, 
D.D., 2013. Samples with high virus load cause a trend toward lower signal in 
feline coronavirus antibody tests. J. Feline Med. Surg. 15, 295-299. 

Motokawa, K., Hohdatsu, T., Aizawa, C., Koyama, H., Hashimoto, H., 1995. Molecu- 
lar cloning and sequence determination of the peplomer protein gene of feline 
infectious peritonitis virus type I. Arch. Virol. 140, 469-480. 

Pedersen, N.C., 2009. A review of feline infectious peritonitis virus infection: 
1963-2008. J.Feline Med. Surg. 11, 225-258. 

Satoh, R., Furukawa, T., Kotake, M., Takano, T., Motokawa, K., Gemma, T., Watan- 
abe, R., Arai, S., Hohdatsu, T., 2011. Screening and identification of T helper 1 
and linear immunodominant antibody-binding epitopes in the spike 2 domain 
and the nucleocapsid protein of feline infectious peritonitis virus. Vaccine 29, 
1791-1800. 

Severance, E.G., Bossis, I., Dickerson, F.B., Stallings, C.R., Origoni, A.E., Sullens, A., 
Yolken, R.H., Viscidi, R.P., 2008. Development of a nucleocapsid-based human 
coronavirus immunoassay and estimates of individuals exposed to coronavirus 
in a U.S. metropolitan population. Clin. Vaccine Immunol. 15, 1805-1810. 

Takano, T., Kawakami, C., Yamada, S., Satoh, R., Hohdatsu, T., 2008. Antibody- 
dependent enhancement occurs upon re-infection with the identical serotype 
virus in feline infectious peritonitis virus infection. J. Vet. Med. Sci. 70, 
1315-1321, 

Wang, Y.T., Su, B.L., Hsieh, L.E., Chueh, L.L., 2013. An outbreak of feline infectious 
peritonitis in a Taiwanese shelter: epidemiologic and molecular evidence for 
horizontal transmission of a novel type II feline coronavirus. Vet. Res. 44, 57. 

Woo, P.C., Lau, S.K., Wong, B.H., Chan, K.H., Chu, C.M., Tsoi, H.W., Huang, Y., Peiris, J.S., 
Yuen, K.Y., 2004. Longitudinal profile of immunoglobulin G (IgG), IgM, and IgA 
antibodies against the severe acute respiratory syndrome (SARS) coronavirus 
nucleocapsid protein in patients with pneumonia due to the SARS coronavirus. 
Clin. Diagn. Lab. Immunol. 11, 665-668. 


